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TYPE “G” : 


Distributed by 
THOMPSON-PLASTER X-RAY CO. Inc., 


ILeesburg, Virginia. 


Manufactured by 


H. G. FISCHER & COMPANY 
Physiotherapeutic and X-ray Apparatus 
2333-2343 WABANSIA AVE., CHICAGO. 
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2 THE FISCHER HOSPITAL DIATHERMY UNIT = 
= CATALOG NO. 1250 = 
= MOUNTED ON WALNUT CART, NO. 1255 : 
= _ : 
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Surgical Diathermy- 
Electro-Coag ulation — 
Medical Diathermy—- 
Auto-Condensation-— 
High Frequency-— 


The methods of choice of these who have investigated! 


No physician’s office, no hospital or sanitarium is complete 
without some good Physiotherapy equipment—particularly 
a Diathermy apparatus of the portable or semi-portable type. 
Such a machine is a very decided requisite if modern methods of 
medicine and surgery are to be employed. 


MEDICAL DIATHERMY may be defined as a form of 
thermo-therapy which utilizes electrical energy for the produc- 
tion of thermal (heating) effects in the depths of the tissues, 
within physiological limits. This modality may be employed 
either as a sedative or stimulant, by merely altering the technic 
of application. 

Diathermy (conversive heat) aiffers from any other appli- 
cations of heat (convective cr conductive) in that instead of 
the heating being sent inward frem the skin, it is actually gener- 
ated within the tissues, and the bodly temperature raised as 
desired. 

Medical Diathermy is used to advantage in all instances 
where absorption is intended, or where localize] increase in 
the blood supply is desired, to create a capillary hyperemia. 
Therefore, Diathermy is used for the treatment of all exudates ; 
as in arthritis, pleurisy, pneumonic infiltrations, indolent para- 
metric exudates, in neuritis, chronic prostatitis and vesculitis, 
and traumatic injuries of all sorts. 


SURGICAL DIATHERMY (Electro-coagulation) is the 
appleation of an electrical current, rapidly oscillating in char- 
acter, for the destruction of tissues by the heat produced through 
the resistance offered by the tissues through which the cur- 
rent 1s passed. 
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Superficial benign growths, chronic ulcerations, malignant 
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= tumors; in any and all such cases where the tissues are access- = 
= ible, electro-coagulation is indicated as the method of choice. = 
= Otherwise inoperable growths are successfully destroyed. = 

I*lectro-coagulation is superior by virtue of the possibility = 


of exactly gauging the extent of destruction, the lessened like- 
lihood of metastasis in malignancies, and by the orderly pro- 
cedure of the whole manipulation; the degree of penetration 
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D’ARSONVAL AUTO-CONDENSATION falls but little 


behind Diathermy in general usefulness. ‘This current has a 
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sedative effect, and the application constitutes what may be 
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termed a cellular massage. 
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Auto-condensation ts generally indicated and_ especially 
useful in cases of arteriosclerosis, nervousness and general 
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toxic conditions. 


H 


HIGH FREQUENCY treatments are useful as indicated 
in infectious skin diseases, using the glass vacuum and non- 
vacuum electrodes. When employing the non-vacuum electrodes 
in orificial disturbances, where, due to anatomical construction, 
it is impossible to apply direct Diathermy, the treatment is 
referred to as Modified Diathermy. By utilizing the principle of 
inductance, heat may be generated by this method in any access- 
ible area. 
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The Fischer Portable Diathermy Units deliver a sufficient 
volumn and proper character of these valuable electrical modal- 
ities to insure the finest of results. ) 

The currents delivered are of the highest possible rate of 
frequency, and there are four different voltage outlets for the 
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The Diathermy Apparatus, Type “G’, is mounted in two 
distince forms—in a solid wooden case with glass top for the 
hospital and as a permanent office equipment, and in a black 
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letherette covered case to be used more as a “portable” outfit. 
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The Electrical features are identical—only the cases differ. 
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THE FISCHER HOSPITAL PORTABLE DIATHERMY 
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= UNIT = 
= This unit is built into a handsome solid walnut case, with = 
= glass top. Designed especially for the operating room or at So 
= the bedside. Equally valuable for both medical and surgical = 
= work. = 
= The Hospital Unit embodies all that is desirable in an = 
= apparatus for the purposes intended :— = 
= Efficiency—4000 milliamperes available. = 
= Range—4 voltages, for Medical Diathermy, Surgical Dia- = 
= thermy, Auto-condensation and High Frequency. = 
= Control—Auto-transformer, Multiple Spark Gap = 
= Accurate Meter—Double scale, with O-1000 and O-4000 = 
= M. A. readings, and cut-out. Meter re- E 
= movable without disturbing wiring. = 
= Perfect Insulation— Air-cooled; no oil, no wax. = 
= Multiple Spark Gap—6 Tungsten tips. = 
= Foot Switch Attachment—a necessity when operating. = 
= Light Weight—truly Portable—only 50 pounds. = 
= Pilot Light—a Safety Device. = 
= Neat Appearance—harmonizes with any surroundings. = 
= Small Size—measures but 12” x 14” x 22”. = 
= There is no better unit available of a portable type. It must = 
= be seen and operated to be appreciated. = 
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The latest technic advocated by our most able Physiother- 
apists may be employed with this apparatus with assurance of 
splendid success. 

The usual liberal Fischer Guarantee accompanies each 
apparatus. 
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Catalog No. 1250— The Fischer Type “G” Hospital Portable 
Diathermy Unit, in solid Walnut case with glass top, with con- 
necting cord and plug only (no accessories), wound for 110 
Volts 60 Cycles A. C., code Taney—$265.00 


Se ie met 


Catalog No. 1251—The I*ischer Type “G” Hospital Portable 
Diathermy Outfit, in solid Walnut case with glass top, with con- 
necting cord and plug, and: — 

I1—No. 9 -—Body Condenser Electrode, 

I— ” 83 Heavy High Frequency Cord, 

2— ” 840 —Ibs. Sheet Block ‘Tin, 

I— ” &51 —Mesh Electrode Connector, 

i— ” 852 —Mesh Electrode Clip, 

2— ” 855 —1 yard lengths Elastic Bandage, 

I— ” 847 —Mesh Electrode, 6 inches square, 

2— ” 688 —Block Tin Clips, 

2— ” 1330—Rubber Covered Cords. 

Wound for 110 Volts 60 Cycles, A. C—Code Tasso —$275.00 


Shipping Weights and Measures 


Ne Net Gross | Gross Dimen, of Dimen. of Description 
W sigh Weight | Weight Weight | Containers | Containers of Contents 
in Lbs. |}in Kilos! in Lbs. jin Kilos| in Inches Centimeters | of Containers 
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69 | 272 | 105 47.6 | 20«70x33 yIx7OxR* | Rox Anparatus 
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2 THE FISCHER HOSPITAL CART = 
= A most convenient way of using the Fischer Hospital Dia- = 
= thermy Unit is mounted on our Special Walnut Cart. = 
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Made of heavy solid walnut to match the machine, mounted 
on large rubber-tired free-rolling casters, and with ample drawer 
space for the necessary electrodes and cords. Easily moved about 
with the touch of one finger. 


TAHAUASHEAQUMAOTHOGHEATTOROLHLECLUCLUCOUUULULULUULUULLOUERLOUEUURTECLELUUOUUKRULAULUURUUORORREPLEPERERERUULULPUULICE HAG 


tlt 


Catalog No. 1255—Walnut Hospital Cart, to match Catalog 
Nos. 1250 and 1251, 
(OGds PRt00 2.225 i, Sore Bee Oe 
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THE FISCHER PHYSICIAN’S PORTABLE DIATHERMY 
UNIT 





Catalog No. 1245 


This unit 1s built into a black leatherette covered carrying 
case, with closed lid, making it in every sense a “portable” appa- 
ratus. While this is a very effective office machine, it is more 
adapted to bedside work. 


The same electrical units are incorporated in this portable as 
in the walnut case, and the same descriptive matter applies. 


Catalog No. 1245—The Fischer Type “GP” Portable Dia- 
thermy Unit, in black carrying case, with connecting cord and 
plug only. No accessories. Wound for operation on the 110 
Volt 60 Cycle A. C. line. Code Tacit—$240.00. 
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Catalog No. 1246—The Fischer Type “GP” Portable Dia- 
thermy Outfit, in black carrying case, with connecting cord and 


plug, and :— 


1—-No. 
fies ed 


13 
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a 33 


9 —Body Condenser Electrode, 

92 —Auto-condensation Handle, 

83 —Heavy High Frequency Cord, 
410 -—-Auto-condensation Chair Pad, 
840 —lbs. Sheet Block Tin, 

851 —Mesh Electrode Connector, 

852 —Mesh Electrode Clip, 

855 —1 yard lengths Elastic Bandage, 
847 —Mesh Electrode, 6 inches square, 
688 —Block Tin Clips, 

1330—Rubber Covered Cords. 


For operation on 110 Volts 60 Cycles A. C. 
Code Ga TAter ...---.--.-_.___._____-____ $265.00 





Net 
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Shipping Weights and Measures 
on Cat. No. 1245 


Gross Gross Dimen. of | “inten. of Deseription 


Net 
Weight | Weight | Weight | Weight | Containers | Containers of Contents 
in Lbs. }in Kilos| in Lbs. }in Kilos| in Inches |Centimeters of Containers 





50 22.6 100 45.3 | 20x30x33 50x76x34 | Box Apparatus 


Unless 
operate on 
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otherwise specified these outfits will be furnished to 
the 110 Volt 60 Cycle Alternating Current Line. 


Where the Alternating Current available is other than the 110-60, 


add :— 


For 110 Ve 


its 25 Cycles - - - add $15.00 


For 110 Volts 40 Cycles’ - - - - add $12.00 
For 220 Volts 60 Cycles” - - - - add $15.00 
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= Where the Direct Current only is available, a Kotary Con- = 
= verter, to transform the direct current flow into the necessary = 
= 110 Volts 60 Cycles Alternating must be employed. The Fischer = 
= Diathermy Units cannot be operated on Direct Current without = 
= a Rotary Converter. = 
= When ordering a Direct Current machine specify so care- = 
= fully, and add :— = 
= Catalog No. 952x—Rotary Converter, with Protecting Condenser, = 
= code Ennui—price $110.00. = 
= for operation on the 110 Volt D. C. Line, = 
: or = 
= Catalog No. 957x—Rotary Converter, with Protecting Condenser, = 
= code Enter—price $125.00. = 
= for operation on the 220 Volt D. C. Line. = 
= Shipping weights and measures on Rotary Converter = 
= Net Net | Gross Gross | Since. of | Dimen. of Description = 
ar Weight | Weight | Weight | Weight | Containers {| Containers of Comments == 
= in Lbs. |in Kilos|) in Lbs. /in Kilos| in Inches | Centimeters of Containers = 
= 57 | 260 | 75 34 | 15x15x22 | 38x38x56] Box Rotary = 
= Lr 4p3 = 
Sov YTVVONRRVIUDDOTUEIGPIERERUERUDHTONDUTULLIITUPETPEVLUPRRRETETEST TO VULTEVUOUUCULHTOVTUEVU EI TET TTVTUTUTTUTTUTTVETUVPDDUTPLTEETERUDOVPROPEROOOOHeEEOPeOpEEDO HU PEDDDRELTTT TTT TUT i 
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The illustrations on this page showing six steps in the use 
of surgical Diathermy for the removal of a malignancy in the 
bladder were furnished through the courtesy of Dr. Gustav 
Kolischer, of Chicago. 


STUUECTECCTTLLEACCUATATTT TTT 


HUN 


| 
000.00 AH 


HAM 


HVUUUUUTTORSTTATL LUC PUREPUUUURHAL HOU ELL 


il 


WCUTCUCTTTUEEERUUUN OUT 


Ww 
wil 





UM 


Fig. 1—Bladder exposed; trans- Fig, 2—Carbonization of arbora- 
verse incision placed between the ceous crown of tumor with multi- 
two suspension sutures. spiked electrode, No. 1310. 
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= Fig. 3—-Elevation of tumor crown; Fig. 4—Coagnulation of tumor base = 
= severing of the pedicle with cau- and concomitant sealing of aja- = 
5 tery. cent lymphatics with the flat disc S 
= electrode, No. 1322. = 
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Fig, 5—Vesical incision closed by Fig. 6—Drainage tube inserted 
a mattress suture. underneath tension and = suspen- 
sion sutures; the fascia is closed 
over it. = 
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SOME SUGGESTED ACCESSORIES FOR USE WITH THE 
FISCHER PORTABLE DIATHERMY APPARATUS 


No. 49 —-Rubber insulated High Frequency Handle 




















—with 4 ft. cord - : ea 
56 ——-Adjustable High Frequency Handle - 1,350 
83 —Heavy protected High Frequency Cable 2.90 
614 —Hand Dtathermy [lectrode - 1.40 
844 —Flexible Mesh Electrode Material— 

6” wide—per lineal inch - 30 
870 —Flexible Mesh [Electrode Material— 

8” wide—per lineal inch - AO 
871 —Flexible Mesh Electrode Material— 

10” wide—per lineal inch : 0) 
87 “lexible Mesh Electrode Material— 

12” wide—per lineal inch 7 60 
8/3 —Flexible Mesh Electrode Material 

15” wide—per lineal inch ~ z0 
“JQ —Sheet Block Tin - pound - 65 
Sal —Duiathermy Electrode Connector - 30 
S92 -—Diathermy [Electrode Clip . - - Ls 
Sa4 —lI'lastic Bandage—3” wide—yard - 35 
83/ —Glass Speculum—22mm. diameter - 60 
858 —Glass Speculum—30mm. diameter - 7Q 
859 —Glass Speculum—40mm. diameter - SO 
862 —Plank’s Electro-coagulation Electrode 

& 3 tips ~ - - - 9.00 
865 —Multiple Cord Connector - - 65 
1205—Electro-coagulation Foot Switch 

with 8 ft. cable : 7 12.00 
1300—Set Surgical Diathermy Electrodes  - 65.00 
1702—Saberton’s “Diathermy” - - Bio 
1737—"Diathermy,” by Cumberbatch - 6.00 


1748—Grover’s “High Frequency Practice’ - 4.00 
1749 





Sampson’s “Physiotherapy Technic’ - 6.50 
Insulated Non-vacuum Electrodes as selected 7.50 
Insulated Vacuum Electrodes as selected 


Send for the Fischer No. 11 Accessory Catalog. 
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